Removal of broken dental needle using mobile digital C-arm.
Breakage of needles is one of the most frustrating and distressing complications of local anesthesia. It is also one of the easiest to prevent. This article describes the use of the C-arm digital fluoroscope for retrival of a broken dental needle from the pterygomandibular space.